Erosion of internal cardioverter defibrillator pocket and migration of pulse generator into the peritoneal cavity.
ICD therapy for life-threatening arrhythmias is well established. As more patients are treated, the incidence of recognized and new complications may increase. We report ICD pocket erosion and migration of the pulse generator into the peritoneal cavity in two patients.